Feasibility of near-infrared spectroscopic tomography for intraoperative functional cerebral monitoring: A primate study

Daniel C. Lee, MD, Tigran Gevorgyan, MD, Harry L. Graber, PhD, Douglas S. Pfeil, PhD, Yong Xu, PhD, Sundeep Mangla, MD, Frank C. Barone, PhD, Jenny Libien, MD, PhD, LeRone Simpson, MD, and Randall L. Barbour, PhD

Objective: The wide-ranging manipulations to the cardiovascular system that frequently occur during cardiac surgery can expose the brain to variations in its blood supply that could prove deleterious. As a first step to developing a resource suitable for monitoring such changes, we detected the hemodynamic events induced in the brain of a primate model, using high-density near-infrared spectroscopy combined with tomographic reconstruction methods and validated the findings using established radiologic and histologic techniques.

Methods: Continuous monitoring of the relative changes in the components of the cerebral hemoglobin signal was performed using high-density near-infrared spectroscopy (270 source-detector channel array) in anesthetized bonnet macaques with the brain exposed to induced ischemia and other acute events. A comparative analysis (exact binomial test) applied to reconstructed 3-dimensional images before and after the events and between cerebral hemispheres, combined with postprocedure magnetic resonance imaging, and postmortem histopathologic examination of the macaques’ brains was performed to document and validate the spatial features revealed by the optical findings.

Results: Relative changes in the measured and calculated components of the hemoglobin signal, in response to the performed manipulations, revealed substantial concurrence among the reconstructed 3-dimensional images, magnetic resonance imaging of the macaques’ brains, and postmortem histopathologic examination findings. Concurrence was seen when the manipulated hemoglobin concentration and associated oxygenation levels were either increased or decreased, and whether they were bilateral or restricted to a specified hemisphere.

Conclusions: Continuous near-infrared spectroscopy tomography has been shown to accurately capture and localize cerebral ischemia, vasodilatation, and hemorrhage in primates in real time. These findings are directly applicable to clinical intraoperative functional cerebral monitoring. (J Thorac Cardiovasc Surg 2014;148:3204-10)
Strategies for predicting and forestalling dysfunction would favorably affect the cost of care and maximize improvements in the quality of life afforded by cardiac surgery. Access to techniques that support intraoperative cerebral monitoring is an important factor guiding the development of improved protective strategies.

The currently available intraoperative cerebral monitoring modalities are suboptimal. Strategies for monitoring hemodynamic status include invasive measures of intracranial pressure or regional flow using implanted thermal diffusion microprobes, which carry added risk. Noninvasive transcranial Doppler monitors high-intensity transient signals, and the number of emboli thus detected can correlate with the neurocognitive outcome. However, problems have been encountered with reproducibility, and the sensitivity of this method is limited by the cranium. Electrical activity of the brain can be monitored noninvasively using electroencephalography, but this requires the intraoperative presence of a neurologist, incurring added cost. Furthermore, the observed changes reflect only the activity of the cortex (not subcortex), and they are often influenced by the anesthesia and hypothermia rather than by hypoperfusion.

Brain oxygenation can be monitored invasively using microelectrodes inserted into the white matter or by measuring the jugular venous oxygen saturation, although these methods have associated risks. Approved noninvasive measures include the use of low-density (an array of <10 source-detector pairings [channels]) near-infrared spectroscopic (NIRS) oximetry, which serves to measure relative trends in regional oxygen saturation (eg, INVOS, Coviden, Dublin, Ireland) or, purportedly, absolute cerebral tissue oxygen saturation (FORE-SIGHT; CASMED, Branford, Conn). Although these techniques can sensitively detect regional changes in cerebral oxygenation, they are unable to determine the spatial heterogeneity of cerebral perfusion occurring over large tissue volumes and are limited in their analysis methods owing to their small, low-density array design.

An ideal intraoperative cerebral monitoring tool should provide real-time information about brain oxygenation, with temporal and spatial specificity, and should identify ischemia and hypoperfusion at a reversible stage to allow countermeasures by surgeons and anesthesiologists. High-density NIRS tomography is a portable, noninvasive functional brain imaging modality without the above-described limitations. Furthermore, it has been used in many experimental and preclinical studies. We designed a controlled cerebral ischemia study with additional manipulations, using a nonhuman primate (bonnet macaque), to validate the capability of NIRS tomography to monitor relevant clinical events.

METHODS

Animal Preparations

The institutional animal care and use committee of the State University of New York Downstate Medical Center (Brooklyn, NY) approved all the study procedures. Terminal experiments were conducted on 5 adult bonnet macaque monkeys (4 males and 1 female). The macaques were initially sedated by intramuscular injection of ketamine and xylazine. General anesthesia was induced and maintained using isoflurane and fentanyl with monitoring of blood pressure, oxygen saturation, end-tidal carbon dioxide, and electrocardiography. Endotracheal intubation was performed. Bilateral upper extremity intravenous (IV) catheters were inserted for administration of IV fluids and medications. An arterial line was inserted into the right arm by way of a cut down for continuous blood pressure monitoring and arterial blood gas sampling. A femoral sheath was inserted into the right femoral artery by way of a femoral cut down to provide access for catheter intervention.

Animal Manipulations

To create acute cerebral ischemia and stroke, an occlusive microcatheter (2.7F; ie, 0.9 mm outer diameter) was introduced by femoral access under fluoroscopic guidance and then wedged at the origin of the right middle cerebral artery (MCA). Manipulation of the catheter through the cerebral vasculature was aided by multiple iodinated IV contrast (Omnipaque 300) and verapamil injections. The microcatheter was left in place for 3 hours, followed by 1 hour of reperfusion.

NIRS Imaging Setup

Continuous functional NIRS (fNIRS) recordings were maintained throughout the experiment (before, during, and after cerebral ischemia) until the end of the reperfusion period. A continuous-wave NIRS diffuse optical tomography imager (NIRx DYNOT Compact Imager; NIRx Medical Technologies, Los Angeles, Calif; www.nirx.net [this specific product is no longer commercially available]) and a custom laboratory-made measuring head was used, sampling 2 wavelengths (760 and 830 nm) to distinguish the hemoglobin (Hb) oxygenation states, at a 7.94-Hz rate, with 30 detection sites, 9 of which were co-located (coaxial fiberoptic cables) with illumination-source sites. Thus, 9 × 30 = 270 data acquisition channels were available in all (many times more channels than in currently available oximeters). The thick layer of scalp muscle covering the bonnet macaque cranium (>3 cm) was excised to prevent interference from extracerebral signals (this step and the subsequent one would be unnecessary in human studies, because the scalp is much thinner). The optical probe array was then attached to the exposed skull with bone screws.

Processing of Optical Measures

Because all phenomena of interest evolved much more slowly than the 7.94-Hz fNIRS sampling frequency, the raw data time series could be
downsampled to 0.3-0.4 Hz to produce a more convenient data length, with negligible loss of information. The downsampling was accomplished by averaging blocks of adjacent data values, yielding the additional benefit of smoothing the data.

To further enhance signal quality, a low-pass filter was applied to the downsampled data (0.1 Hz). To correct for interchannel variations in amplifier gain and optical coupling efficiency, the filtered data for each source-detector pair were normalized to the mean value during an initial baseline interval (ie, from the start of the recording to insertion of the occluding catheter into the cerebral vasculature). The coefficient of variation, within the baseline time segment, was computed for each normalized data time series. Data for all source-detector pairs with a coefficient of variation of $\geq 25\%$ (ie, noise), for either wavelength, were excluded from processing.

### Three-Dimensional Image Reconstruction

The previously described normalized difference method was used to reconstruct images of oxyhemoglobin ($\Delta Hb_{\text{oxy}}$), deoxyhemoglobin ($\Delta Hb_{\text{deo}}$), and total Hb ($\Delta Hb_{\text{total}}$) from the preprocessed 2-wavelength data. The resulting image time series were set to a mean value of 0 during the initial baseline time segment. Thus, the images presented in Figures 1 and 2 show the $\Delta Hb$ values (ie, fluctuations in Hb concentration about the baseline mean) and, accordingly, can have a positive or negative value. To aid the process of assigning hemodynamic image features to the anatomic structures, the images were overlaid onto a structural magnetic resonance imaging (MRI) scan of the macaque head, which was also used in the computations associated with image reconstruction.

The normalized difference method is computationally efficient and is largely insensitive to potentially confounding factors such as intersubject variability in tissue optical coefficients. A tradeoff is that the computed image values tend to quantitatively underestimate the true Hb concentrations. However, this did not affect the accuracy of the comparisons among the image values in the different regions or at different times within a selected region.

### MRI Studies

At the completion of the manipulations and NIRS recording, the macaques were transported to the imaging suite under IV anesthesia, continuous monitoring, and positive pressure ventilation by way of an endotracheal tube. Standard MRI stroke protocol scans were performed with a 1.5 T MRI scanner, using the standard head coil used for monkey brain imaging studies. The standard stroke protocol sequences, including diffusion, T2-weighted, T1-weighted, and fluid attenuated inversion recovery, were performed.

### Histopathologic Examination

The macaques were transported to the autopsy room and killed by euthanasia using IV pentobarbital. The brains were removed and fixed in 10% buffered formalin. Coronal sections were cut at approximately 5-mm intervals. Brain regions corresponding to the center of the infarct (determined from the postintervention radiologic data) and from the corresponding location on the contralateral side were submitted for routine tissue processing and paraffin embedding. Hematoxylin and eosin-stained sections, each 8 to 10 μm in thickness, were then examined by light microscopy.

### RESULTS

#### Hemodynamic Response to Acute Injection

Two-dimensional cuts of 3-dimensional images of the changes in the relative levels of oxyhemoglobin ($\Delta Hb_{\text{oxy}}$)
before and after injection of verapamil into the right MCA are shown in Figure 1. With all the panels of Figure 1 plotted on a common scale (i.e., a given color denotes a fixed magnitude and direction of change in the Hb\textsubscript{oxy} concentration with respect to the baseline mean value, with blue indicating a decrease and red, an increase), it can be seen that, in the images corresponding to the postverapamil injection state (Figure 1, E-H), the posterior right region distal to the injection site shows an increase in Hb\textsubscript{oxy} compared with the preverapamil state (Figure 1, A-D). The regions of

![Figure 2](image)

**FIGURE 2.** Two-dimensional sections of 3-dimensional change in total hemoglobin images reconstructed from data collected (A-E) before any intravascular intervention (dotted lines indicate intersections among the plotted 2-dimensional sections), (F-J) between the onset of subarachnoid hemorrhage and occlusion, and (K-O) 37 minutes after occlusion. A, F, and K, Superficial axial section; B, G, and L, deep axial section; C, H, and M, coronal section; D, I, and N, left hemisphere sagittal section; E, J, and O, right hemisphere sagittal section. K-N, Dotted circles show location of cerebral ischemia. L, Left; R, right. The color-bar units are moles per liter.

![Figure 3](image)

**FIGURE 3.** Postoperative coronal fluid attenuated inversion recovery magnetic resonance imaging sequences (slice locations: left [L], right [R]) confirm onset of ischemia (dotted circle) in the left temporal and inferior frontal lobe after a period of left middle cerebral artery occlusion. The images also confirm the presence of subarachnoid hemorrhage (arrow points).
lowered ΔHb$_{oxy}$ in the left and anterior right hemispheres after injection could plausibly be a result of redistribution of blood from those regions into the vasodilated (ie, lower resistance) region.

The corresponding images of ΔHb$_{deoxy}$ and ΔHb$_{total}$ (not shown owing to space limitations) also showed indications of verapamil-induced vasodilation (ie, ΔHb$_{deoxy}$ decreases and ΔHb$_{total}$ increases in the right posterior region of the brain). Thus, the combined effect was an increase in both the blood volume and the blood oxygen saturation in the tissue receiving its primary blood supply from the right MCA. Qualitatively similar results were seen in the ΔHb$_{oxy}$ images recovered from data collected before and after injection of the iodinated angiography contrast during the procedures for catheter placement. In these cases, the primary effect was a decrease in the Hb$_{oxy}$ levels on the same side of the head as the injection (of the same magnitude as the verapamil-induced increase), because the blood was diluted by the contrast.

**Hemodynamic Response to Cerebral Ischemia and Hemorrhage**

In 2 macaques, inadvertent bilateral internal carotid artery/MCA perforation occurred before obtaining catheter wedge occlusion of the left MCA distal to the perforation, creating striking images of bilateral subarachnoid hemorrhage (SAH) superimposed on the left-sided cerebral ischemia. Plotted in Figure 2 are 2-dimensional sections from 3-dimensional ΔHb$_{total}$ images (the contrast between the subsequently described ischemia and hemorrhage effects is sharper in the ΔHb$_{total}$ image than in the corresponding ΔHb$_{oxy}$ result) reconstructed from data collected before any intravascular intervention (Figure 2, A-E) and 3.5 minutes before (Figure 2, F-J) and 37 minutes after (Figure 2, K-O) the onset of left hemisphere arterial occlusion. A clearly evident transition can be seen from a baseline Hb distribution similar to that shown in Figure 1, A-D, to one dominated by 2 phenomena: first, hemorrhage resulting from the cerebral artery perforations and corresponding increased blood volume (Figure 2, F, H-K, M-O), and, second, more localized cerebral ischemia, corresponding to a reduction in blood volume mainly in the left superior temporal gyrus (Figure 2, K-N), localized downstream of the occluded left MCA.

**Validation of Hemodynamic Image Findings**

The postintervention MRI scans (Figure 3) confirmed the presence of both SAH and ischemia. They also showed that the fNIRS image accurately located the ischemic region in the anteroposterior and left–right dimensions (Figure 2, K-N) and demonstrated that the ischemic region lies deeper than the hemorrhagic zone (eg, the superficial horizontal sections in Figure 2, F and K, primarily show hemorrhage, and the deeper section in Figure 2, L, shows the localized hemorrhage).
cerebral ischemia). Additional evidence that we correctly identified the causes of the observed ΔHb_total changes was that hemorrhagic effects will develop rapidly and the ischemic effect takes longer to evolve. Additionally, because images recovered from back-reflection fNIRS measurements tend to underestimate the depth of Hb perturbations, the trough value of the ΔHb_total was superficial to the MRI-determined location of the ischemic region. Although we have described a method for reducing this artifact, it was not applied in the present study, in the interest of minimizing computational overhead.

Gross examination showed SAH present bilaterally in the depths of the sulci and over the base of the brain. An ill-defined area of pallor and blurring of the gray–white junction was present, consistent with edema subsequent to ischemia, in the superior temporal gyrus and posterior hippocampus. Microscopic examination confirmed the presence of SAH (Figure 4, A and B). Also, perivascular petechial hemorrhages were present (Figure 4, B) in the superficial cortical layers, and many of the small blood vessels appeared congested. Evidence of acute ischemic damage included focal vacuolization of the neuropil (Figure 4, C) and scattered shrunken neurons with hypereosinophilic cytoplasm and pyknotic nuclei (Figure 4, C and D).

A statistical outlier analysis (Appendix E1) was used to quantify the magnitude (ie, the change in concentration for ≥1 components of the ΔHb signal) and spatial extent of the 3-dimensional image features such as those shown in Figures 1 and 2. The statistical test results for the injections (either x-ray contrast material or vasodilator) and for hemorrhage confirmed that the resulting hemodynamic effect was mainly unilateral in the former case (contrast material, \( P < 10^{-4} \) [statistically significant interhemispheric differences obtained for 15 of 19 injections in all]; vasodilator, \( P < 10^{-7} \)) and bilateral in the latter (\( P < 10^{-8} \)). Also, a highly significant interhemispheric difference was found in the numbers of pixels that become ischemic after catheter occlusion. A more detailed examination of the ischemic response demonstrated that the ischemic region showed simultaneously decreased ΔHb_total and increased cerebral oxygen exchange (ΔCOE; ie, ΔHb_ox−ΔHb_deoxy). Also, the number of image pixels with this pattern was significantly greater in the occlusion hemisphere of the brain (\( P = 10^{-7.5} \)). The average magnitude of the ischemic response was also larger in the ipsilateral hemisphere, but the interhemispheric difference was not statistically significant, owing to the small overall sample size. However, occlusion also caused a significant reduction in the number of pixels (\( P < 10^{-15} \)) having a simultaneously increased ΔHb_total and ΔCOE and a decreased average outlier magnitude (\( P = .03 \)) for those pixels.

DISCUSSION

In the present study, we have demonstrated that NIRS tomography produces real-time intraoperative functional brain images with spatial and temporal specificity in response to ischemia, vasodilatation, and hemorrhage in primates. Furthermore, the findings were validated by standard radiographic imaging and histopathologic examination. Our analysis technique, based on a modified z-score, detected outliers in real time, allowing for the definition of thresholds for immediate intraoperative intervention.

The large coverage area of our optical array ensured that if a cerebral insult were localized to a particular region, our imager would have a good chance of detecting the change in hemodynamics associated with the insult. It is understood that images reconstructed from the large-array data could be difficult to interpret in real time. Postimaging analyses, such as the z-score we have presented, would be easier to monitor by physicians in a clinical setting. Human studies are needed to identify NIRS-based metrics that correlate with subsequent neurologic dysfunction that requires intervention.

Potential barriers exist to the practical implementation of NIRS tomography in trauma or intraoperative settings. However, with advancing technological and engineering developments, many improvements in system design have been made commercially available by various manufacturers for investigational applications. Significant advances in the development of suitable computing environments have also been made, some of which are freely available in the public domain. Thus, impediments to the availability of resources for this technology are rapidly diminishing.

In addition to real-time imaging, we have previously demonstrated the feasibility of detecting and monitoring the connectivity between brain regions that share functional properties, using fNIRS. Assessing such functional connectivity is at the forefront of investigational protocols for understanding, diagnosis, and monitoring the treatments of various neurologic disorders. This capability could be a valuable asset in the prevention and management of neurologic complications of cardiac surgery, many of which extend beyond the operating room.

CONCLUSIONS

NIRS tomography is a promising modality for intraoperative functional cerebral monitoring. Additional investigations, in particular, in human subjects, are warranted.

References


Discussion

Dr Abe DeAnda, Jr (New York, NY). Dr Lee, I want to thank you for sharing your report with me ahead of time and congratulate you on this nice study. You have addressed a problem and have a well-designed study to try to glean out some information.

I have 2 questions. I hope you can give us further insight.

As you mentioned, what we use in the operating room now is either a 4-channel or an 8-channel NIRS system. This system presented in your study uses 270 channels. This is NIRS on steroids. Yet, most of us in this room probably do not know how to interpret what we have now at 4 channels or 8 channels, and sometimes we have an anesthesiologist who might be able to interpret what we are seeing, often after the fact. Some of the monitors will give you a breakdown (ie, printout) of the data after the fact. So my first question is, would it be reasonable that we are going to know what to do with these data intraoperatively in real time when we do not know how to do it with 4 channels?

The second one is, it is a very nice model of transient ischemic attacks and you did have the SAH in 2 cases. That is not what we are normally seeing, even when we are doing arch surgery. We are seeing somebody who postoperatively has perhaps some neurocognitive dysfunction seen only with high-grade testing when you give them a battery of tests to search for the dysfunction. It can be very, very subtle. That is because the insult can be very, very subtle. Is the fidelity or the sensitivity of this type of monitoring able to detect those small changes rather than these large changes?

Dr Lee. Thank you, Dr DeAnda, for this very insightful discussion.

Your questions relating to the ability to interpret intraoperative data and the sensitivity of this technology are germane to its potential clinical utility. It is true that the hemorrhage and ischemia that my presentation primarily focused on were large-magnitude hemodynamic perturbations, and that the hemorrhage was spatially extensive. However, this imaging technology is sensitive enough to detect hemoglobin concentration changes of just a few micromolar. In addition, it can detect them at the instrumentation’s sampling rate, which was 8 images per second for these experiments, but can be even higher for more recently developed devices.

As far as whether this technology will be able to pick up on, say, subtle insults that lead to cognitive dysfunction, and whether real-time interpretation in the operating room will be possible, we will need to perform human studies to answer those questions. That will allow us to determine how successfully we can identify intraoperative “biomarkers” in the fNIRS data that correlate with subsequent neurological complications. In terms of the instrument and the technology, it is very sensitive and detects very minor, fast changes, as I’ve indicated. For example, as I have shown, even with a little bit of injected contrast, very obvious changes were noted, in real time.

In summary, I think that this technology is promising. In order to determine its effectiveness, we would have to do human studies comparing the preoperative and postoperative neurological and cognitive statuses, and looking at what we see in the operating room. Then we will have a systematic assessment of its utility.
APPENDIX E1

In many cases, the ability to qualitatively examine images such as those shown in Figures 1 and 2, which our imaging algorithm can produce with a negligible time lag, will be sufficient to allow the surgical team to make decisions about when to intervene to reduce or prevent neurologic complications. However, the capability to perform quantitative assessments of the images, in or near real time, would also be advantageous. An example of such an application, which is conceptually simple but also clearly useful, would be an automated procedure for identifying any regions in the image volume that the team should pay attention to because of the magnitude of the hemodynamic changes occurring there. This task can be treated as an outlier identification problem.

An approach that is frequently used for outlier identification is to compute a quantity called the z-score: each data value (eg, in Figure 2, the ΔHb_total concentration at 1 specified location) is compared to the average value over the entire set (or image), and the resulting differences are expressed relative to the standard deviation for the entire set. The outliers are the data values that produce large positive or large negative z-scores.

The data is time dependent in the application considered in the present study, and the conventional method of accounting for this in the z-score computation is to normalize the individual data values for a selected image time frame to the average and standard deviation for that same time frame. However, when this intuitive approach was applied to the 3 images of ΔHb_total in Figure 2 (ie, top, middle, and bottom row), an initially puzzling result was obtained. Although substantial and obvious differences were present among the images, similar ranges of z-score values were obtained for all 3 (eg, in every case, we found that approximately 1% of the image pixels had z-scores greater, in absolute value, than 5.5). The reason for this is that the hemodynamic changes affect the mean and standard deviation to the same extent that they affect the individual data values, precisely because all these quantities were computed for the same image time frame.

The novel—to our knowledge—contribution that we made to the outlier identification problem was the realization that we can compare the individual pixel values for 1 measurement point (eg, after an intervention or procedure) to the mean and standard deviation for a different time (eg, before the intervention). In doing this, we identified data values that underwent large changes over time and had the potential to correlate them with the surgical events.

We also have extended the preceding 2-interval approach to situations in which the goal is to identify outliers, not on the basis of a single hemodynamic parameter, but 2 (or more) considered simultaneously. In these cases, the z-score cannot be directly used as the outlier-identifying metric. Instead, we used a multivariate analog of the z-score, known as the Mahalanobis distance (Appendix Table E1).

In practice, we have found it particularly informative to take a single, range of time points from near the start of the measurement session (ie, before any major interventions) as the reference state for all z-score and Mahalanobis distance computations. An additional, practical benefit to this approach is that the mean and standard deviation need be computed only once. This allows us to consider the development of real-time display tools that will threshold image information such that only the regions having parameter values that might require a response from the surgical team are displayed. The fixed reference-interval approach was used in generating the statistical test results listed in Appendix Table E1, for which exact binomial tests were used to compare the numbers of pixels (which is proportional to the size of the affected region) that are outliers in the 2 hemispheres for the various significant events that occurred during surgery.

In Appendix Table E1, the binomial test results for injections (either x-ray contrast material or vasodilator) and for SAH confirmed that the resulting hemodynamic effect was mainly unilateral in the former case and bilateral in the latter. Also, a highly significant interhemispheric difference was found in the numbers of pixels that became ischemic after catheter occlusion. A more detailed examination of the ischemic response demonstrated that the ischemic region showed simultaneously increased ∆COE and decreased ∆Hb_total. Also, the number of outliers with this pattern was significantly greater in the occlusion hemisphere of the brain. The average magnitude of the outliers was also larger in the occlusion hemisphere; however, the Mann-Whitney U test result was not significant owing to the small overall sample size. Occlusion also had the secondary effect of producing statistically significant reductions in both the number (binomial test) and average outlier magnitude (unequal variance t test) of the outliers with a simultaneously increased ∆COE and increased ∆Hb_total.

E-References

<table>
<thead>
<tr>
<th>Event/intervention</th>
<th>Comparison</th>
<th>Statistical outlier metric</th>
<th>Image feature</th>
<th>Test</th>
<th>$P$ value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Contrast bolus injection</td>
<td>Left vs right hemisphere</td>
<td>$z$-Score*</td>
<td>Region of ↓$\Delta$Hb$_{\text{total}}$ on injection side</td>
<td>Binomial</td>
<td>$&lt; 2 \times 10^{-5}$</td>
</tr>
<tr>
<td>Verapamil injection SAH</td>
<td>Left vs right hemisphere</td>
<td>$z$-Score</td>
<td>Region of ↑$\Delta$Hb$_{\text{total}}$ on injection side</td>
<td>Binomial</td>
<td>$2 \times 10^{-8}$</td>
</tr>
<tr>
<td>SAH Pre- vs post-SAH</td>
<td>$z$-Score</td>
<td>Region of ↑$\Delta$Hb$_{\text{total}}$ after onset of SAH</td>
<td>Binomial</td>
<td>$5.5 \times 10^{-5}$</td>
<td></td>
</tr>
<tr>
<td></td>
<td>$z$-score</td>
<td>$\Delta$Hb$_{\text{total}}$ in both hemispheres</td>
<td>Binomial</td>
<td>.3</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Mahalanobis distance*</td>
<td>In both hemispheres, $\Delta$COE and $\Delta$Hb$_{\text{total}}$</td>
<td>Binomial</td>
<td>.15</td>
<td></td>
</tr>
<tr>
<td>Ischemia</td>
<td>Left vs right hemisphere</td>
<td>$z$-Score</td>
<td>Region of ↓$\Delta$Hb$_{\text{total}}$ larger on occluded side</td>
<td>Binomial</td>
<td>$&lt; 10^{-13}$</td>
</tr>
<tr>
<td></td>
<td>Mahalanobis distance</td>
<td>Region of $\Delta$Hb$_{\text{total}}$ + $\Delta$COE larger on occluded side</td>
<td>Binomial</td>
<td>$2 \times 10^{-5}$</td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td>Region of $\Delta$Hb$_{\text{total}}$ + $\Delta$COE is smaller on occluded side</td>
<td>Mann-Whitney $U$</td>
<td>.5</td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td>Region of $\Delta$Hb$_{\text{total}}$ + $\Delta$COE is larger on occluded side</td>
<td>$t$ Test</td>
<td>.03</td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td>Region of $\Delta$Hb$_{\text{total}}$ + $\Delta$COE is smaller on occluded side</td>
<td>$t$ Test</td>
<td>.8</td>
<td></td>
</tr>
</tbody>
</table>

*Discussed in Appendix E1. $y$ Average value for 15 of 19 injections that showed statistically significant interhemispheric differences in the numbers of outliers. $|\text{SAH}$ lying outside the zone of occlusion.